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SEMI-ANNUAL  REPORT,  PROJECT  T/4703 
SPECIAL  DATA  COLLECTION  SYSTEMS 
July  through  December  1975 


1.  INTRODUCTION 


The  Special  Data  Collection  System  (SDCS)  program,  Project  T/4703,  is  a 
continuation  of  work  begun  under  the  Long-Range  Seismic  Measurements  (LRSM) 
program  in  1960.  This  work  is  directed  toward  advancing  the  seismic  detec- 
tion, identification  and  location  techniques  necessary  to  detect  and  identi- 
fy underground  nuclear  explosions. 

This  report  describes  the  work  performed  under  the  SDCS  program  during  this 
report  period  from  July  through  December  1975  and  is  submitted  in  accordance 
with  Sequence  No.  A004  of  the  Contract  Data  Requirements  list  as  amended 
under  Modification  P00005,  2 January  1975.  This  research  was  supported  by 
the  Advanced  Research  Projects  Agency  of  the  Department  of  Defense  and  was 
monitored  by  AFTAC/VSC,  Alexandria,  Virginia  22314,  under  Contract  No. 
F08606-74-C-0013. 


2.  FIELD  OPERATIONS 


2 . 1 GENERAL 

The  five  Special  Data  Collection  Systems  (SDCS)  assigned  to  field  locations 
have  been  operated  continually  during  the  report  period.  There  have  been 
few  major  malfunctions  and  little  data  has  been  lost  due  to  equipment  failure. 
Each  unit  is  operated  and  maintained  by  a single  technician  who  is  also 
responsible  for  vehicle  and  site  maintenance.  Digital  recording  equipment 
was  installed  at  four  locations  during  this  report  period.  The  fifth  digi- 
tal unit  wil^  be  installed  early  in  the  next  report  period.  The  following 
paragraphs  will  be  a discussion  of  the  operational  procedures  and  problems 
that  apply  to  all  sites. 

2.1.1  Routine  Operations 

The  original  concept  of  SDCS  operations  was  for  short  operational  periods 
for  special  tests.  The  change  in  this  concept  to  one  of  continuous  record- 
ing required  that  a schedule  of  operations  be  established  to  make  data 
reduction  more  efficient.  Initially,  the  schedule  followed  a pattern 
established  in  the  LRSM  program  of  calibrations  and  record  changes  based  on 
a Coordinated  Universal  Time  (UTC)  schedule  with  all  units  performing  these 
functions  at  the  same  time.  However,  the  UTC  schedule  was  difficult  for  all 
sites  to  follow  and  still  operate  efficiently.  Our  present  schedule  is 
based  on  local  time  and  has  been  satisfactory. 
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The  present  schedule  calls  for  an  eight  hour  work  day  during  the  week 
starting  at  0800  local  tiire  and  ending  at  1630  local  time.  The  weekend 
schedule  is  abbreviated  and  only  calls  for  a site  visit  between  0800  and 
1400  local  time.  Witli  special  permission  an  operator  may  be  granted  a one 
or  two  day  weekend  away  from  the  site. 

A routine  work  day  starts  at  0800  hours  local  time  with  routine  operational 
checks  to  assure  that  data  are  being  recorded  on  all  channels  from  all 
instruments.  At  1100  hours  the  digital  tape  is  stopped,  tape  removed  and 
transport  cleaned  and  a new  tape  installed  and  restarted  at  1115  hours.  The 
start-of-run  tests  of  the  digital  system  are  performed  at  1120  hours.  At 
1200  hours,  routine  calibration  of  the  seismic  instrumentation  is  performed 
consisting  of  a 1.0  Hz  sinusoidal  calibration  of  the  short-period  system  and 
a 0.04  Hz  sinusoidal  calibration  of  the  long-period  system.  Both  of  these 
calibrations  are  performed  at  signal  levels  that  will  satisfy  both  analog 
FM  and  digital  recording  channels. 

Each  week,  a frequency  response  calibration  is  performed  on  each  system  to 
assure  that  operational  parameters  are  being  maintained.  Each  month  cali- 
brations are  performed  to  provide  a closer  control  of  operational  parame- 
ters than  that  provided  by  the  weekly  calibrations.  In  addition  to  frequency 
response  calibrations,  seismometer  damping  checks  and  dummy  load  system  noise 
tests  are  performed. 

The  analog  FM  tape  system  usually  operates  for  several  days  before  the  tape  is 
removed  and  sent  to  Garland  for  quality  control  checks  and  data  playouts  to 
assist  the  site  operator.  The  tape  is  then  sent  to  the  SDAC  for  data  pro- 
cessing. When  digital  recording  systems  are  fully  operational,  it  is 
expected  that  these  analog  tapes  will  be  retained  only  as  a backup  for  the 
digital  recordings. 

Procedures  for  handling  the  digital  recordings  have  not  yet  been  finalized. 
However,  all  tapes  and  logs  will  be  sent  from  the  fild  to  the  SCAC  for  QC, 
data  processing  and  storage. 

Each  operator  calls  the  Garland  office  on  Monday  of  each  week  to  order  needed 
supplies,  discuss  operational  problems,  review  the  analog  tape  QC  record  and 
to  be  alerted  to  future  special  operations.  The  operator  is  free  to  call  for 
assistance  at  any  time  if  the  problem  is  of  a serious  nature  ard  he  has  not 
been  able  to  correct  the  malfunction  after  performing  preliminary  trouble- 
shooting. 

2.1.2  Special  Run  Procedures 

During  the  periods  of  activity  at  the  Nevada  Test  Site  (NTS)  the  operators 
follow  established  procedures  to  provide  the  best  possible  conditions  for 
signal  recording.  The  general  procedure  that  is  followed  is  outlined  in  the 
following  paragraphs. 

On  the  day  prior  to  the  event  of  interest,  each  operator  is  given  anticipated 
signal  amplitudes  and  advised  to  adjust  attenuators  and/or  gain  settings  to 
provide  a signal  amplitude  of  approximately  l.Ov  p-p  on  the  high  gain  analog 
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recording  charnels  and  0.5v  p-p  into  the  digital  channels.  The  operator 
also  determines  new  sine  wave  calibration  currents  to  satisfy  the  new  set- 
tings for  both  SP  and  LP  systems. 

At  one  hour  prior  to  the  event,  the  SP  and  LP  systems  are  calibrated  at  the 
routine  calibration  levels,  attenuator  and/or  gain  settings  are  adjusted 
and  both  systems  are  again  calibrated  using  the  sine  wave  calibration  to 
satisfy  the  new  settings.  The  calibrations  are  completed  prior  to  the  time 
the  event  is  expected  to  occur.  The  operator  observes  the  Helicorder  trace 
for  any  sign  of  a signal  for  two  hours  and  then  proceeds  to  a telephone  and 
waits  for  instructions  from  the  Garland  office.  If  the  event  has  occurred, 
the  site  instrumentation  is  returned  to  routine  operational  settings  and 
frequency  response  calibrations  are  performed  on  both  systems;  the  tapes, 
digital  and  analog,  are  changed  and  sent  off  for  processing.  If  there  is  a 
delay  in  the  event  specific  instructions  are  given  to  the  operators  to  insure 
operational  status  at  the  time  of  the  event. 

2.1.3  Problems  Common  to  all  Sites 

The  problems  encountered  in  the  field  that  have  been  common  to  all  sites 
concern  environmental  difficulties  and  not  instrument  malfunctions.  The 
moisture  buildup  in  data  line  connectors,  within  the  seismometer  vault  and 
within  the  seismometers  has  been  the  single  most  troublesome  problem.  The 
short-period  data  has  not  been  affected  but  the  long-period  data  channels 
exhibit  spiking  and  the  calibrations  are  unstable.  The  solution  to  the 
problem  has  been  to  perform  periodic  preventive  maintenance  consisting  of 
drying  all  connectors  and  data  line  connections,  drying  the  seismometer  and 
replace  damp  fiberglass  insulation  that  is  used  in  the  vault. 

Access  at  all  of  the  sites  has  been  difficult  at  times.  With  only  one  man 
on  site,  the  operators  have  been  cautioned  to  take  no  unnecessary  risks  and 
to  forego  a site  visit  if  the  roads  are  unsafe. 

2.1.4  Corrected  Theoretical  Response  Data  for  CPO  SP  Instruments 

The  theoretical  amplitude  and  phase  response  data  for  each  SDCS  site  were 
reported  in  Technical  Report  TR  75-5,  paragraph  3.4.4,  and  in  Appendix  I. 
During  this  reporting  period,  it  was  discovered  that  an  additional  low-pass 
filter  (fc  = 2.95  Hz,  X = 0.385)  had  not  been  included  in  the  calculations 
for  the  CPO  short-period  instruments.  Curves  shown  in  figure  9 and  the 
calculated  data  in  Appendix  I of  TR  75-5  are  therefore  incorrect  for  the  CPO, 
Figure  1 shows  the  corrected  curves,  and  tabular  data  are  shown  in  the 
Appendix  to  this  report.  This  filter  will  be  removed  from  the  CPO  SP  system 
in  February  and  theoretical  data  shown  in  TR  75-5  will  then  be  correct. 


2.2  FIELD  LOCATIONS 

Each  field  location  is  similar  in  the  function  of  the  instrumentation 
utilized  and  the  data  being  recorded.  The  sites  differ  in  the  types  of  in- 
strumentation employed  and  the  environmental  conditions  under  which  opera- 
tions are  maintained.  Figure  2 is  a map  showing  the  site  locations  for  SDCS 
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Figure  1.  Corrected  theoretical  amplitudes  and  phase  responses  of  the 
short-period  seismographs  at  the  Cumberland  Plateau  Observatory. 
Dashed  lines  show  previously  reported  data. 
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Figure  2.  Site  locations  for  SDCS  operations  during 
the  period  from  January  through  July  1975 
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operations  during  the  perioa  July  through  December  1975.  Jhe  following 
paragraphs  will  summarize  the  activities  at  each  site  during  this  report 

period. 

2 i.i  Franklin.  West  Virginia,  (FN-W) , Team  56 

At  the  beginning  of  the  report  period,  the  Model  36000  Borehole  Seismometer 
fKSl  was  operating  in  a water-filled  shallow  borehole  because  the  eep  ore- 
hole  casing  was  not  sufficiently  constrained  at  the  instrument  operating 
depth  and  the  noise  levels  due  to  this  condition  were  unsatisfactory.  The 
data  from  the  shallow  borehole  indicated  the  noise  levels  of  the  horizonta 
channels  was  twice  as  great  as  that  of  the  vertical,  but  in  any  case  tie 
operating  magnifications  were  three  to  five  times  greater  than  that  at  a y 
other  SDCS  operating  location.  However,  the  noise  levels  did  not  remain 
constant  but  gradually  increased  and  then  dramatically 

lowing  a heavy  rain  associated  with  a cold  front  passage.  The  noise  level 
thei  bejan  to  increase  again,  indicating  that  the  environment  in  the  v,ater- 
Hlled  shallow  borehole  was  at  least  partially  responsible  for  the  noise  as 
seen  on  the  long-period  records. 

In  order  to  provide  a change  in  the  operating  environment  of  the  borehole 
seismometer,  the  annulus  between  the  9-5/8-inch  surface  casing  and  7-inch 

deep  borehole  casing  was  filled  with  cement  poured  in  from  the  top  of  tne 
well.  It  was  hoped  that  this  would  constrain  the  7-inch  sufficiently 

to  provide  a more  satisfactory  operating  environment  for  the  Model  36000 

Seismometer. 

Although  the  pouring  of  the  cement  from  tlie  top  of  the  annulus  did 
vide  this  positive  control  of  completely  filling  the  annulus  between  the 
casLgfL'^would  pumping  from  the  bottom,  the  relatively  low-cost  of  pouring 
the  cement  from  the  surface  was  the  deciding  factor  in  taking  these  s ep 

In  December  1975,  Model  36000  Borehole  Seismometer,  S/N  2 modified  to 
includrthe  most  recent  improvements  in  KS  assembly  techniques  .as  .nstano'l 
at  a depth  of  160  meters  in  the  dry,  deep  borehole.  At  the  end  of 
period  the  data  recorded  had  none  of  the  noise  characteristics  recorded  prior 
to  the  change  in  boreholes.  An  examination  of  the  Model  36000  Borehole 
Seis.mometer,  S/N  4,  after  its  return  to  the  Garland  facility  revealed  no 
apparent  electrical  or  mechanical  malfunction  which  could  explain  the  noise. 
This  strongly  suggests  that  the  noise  source  was  related  to  the  operational 
environment  in  the  water-filled,  shallow  borehole. 

The  orientation  of  the  holelocks  was  not  checked  in  either  borehole  as  the 
orientation  tool  ordered  by  the  Project  Office 

report  period.  The  Digital  Acquisition  System,  Model  DDS-1103,  was 
deliver^  on  site  in  December  1975  but  recording  of  diptal  .ata  v/as  not 
started  due  to  instrumentation  problems  which  had  not  been  resolved  a le 

end  of  December  1975. 

Figures  3a  and  3b  shew  the  FN-WV  site  location.  Figure _ 3a  shows  the  wi^ch 
Ld  mast  assembly  near  the  deep  borehole  during  the  original  holelock  orienta- 
Son  SteJminatiL  by  Sperry-Sun  in  the  Spring  of  1975. 

mast  in  the  down  position  near  the  deep  borehole.  The  water-filled  shallow 
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Figure  3c.  CPO  Figure  3d.  CPO 

Figure  5.  F>i-WV  and  CPO  site  pictures  osaos 


borehole  is  in  the  right  background.  The  equipment  shelter  and  pickup  truck 
are  shown  in  both  photographs. 

2.2.2  riimberland  Plateau  Observatory  (CPO) , Team  57 

The  operation  of  the  Cumberland  Plateau  Observatory  (CPO)  presented  no 
unLual  operational  problems.  The  major  problems  have  been  in  maintaining 
the  19-element  short -period  array  data  lines  and  moisture  related  prob  ems 
in  the  long-period  circuitry. 

During  September.  USGS  personnel  installed  f 8 

channels  of  short-period  vertical  data  from  SPZ  1.  SPZ  4.  SPZ  7,  and  SPZ 
to  Virginia  Polytechnic  Institute  and  State  University  in  Blacksburg,  Virginia. 
Tn  Ocloher  USGS  personnel  were  transferred  and  the  SDCS  operator  assumed 
sCle  reCjC^sibiliCy  for  operating  and  maintaining  all  seismic  instrumentation. 
He  also  assists  in  maintaining  the  telemetry  equipment. 

The  first  of  the  Model  DDS-U03  Digital  Acquisition  Systems  was  installed  at 
So  In  Novnl^ber.  The  Installation  was  accomplished  with  little  diffi- 

culty althouEh  an  examination  of  the  records  showed  sortie  modificatiori  was 
required.  These  modifications  were  completed  in  December  with  no  diffic  y. 

Figure  3c  shows  the  central  recording  building  at  CPO  and  figure  3d  shows 
some  of  the  SDCS  equipment  in  the  station. 

2.2.3  Houlton,  Maine  (IIN-ME) , Team  58 

Tv,«  rni.rT  to  move  the  site  to  the  original  IIN-ME  location  in  order  to  utilize 
the  7-5/8  inch  API  cased  borehole  could  not  be  accomplished  as  the  litigation 
Concerning  the  land  title  was  not  settled  and  no  adequate  site  lease  could  be 
obtained  ^ Therefore,  a local  driller  was  contracted  to  drill  and  case  a 
bcXt^to  meet  the'specifications  required  for  liodel  36000  Boreho  a , eis- 
mometer  opera  cions  and  yet  keep  the  cost  within  the  budget  of  the  contract. 

The  new  borehole  was  completed  at  the  new  IIN-ME  site  in  late  November 
after  leasing  arrangements  were  finalized  allowing  us  access  to  the  si 
tfeahorfor^O  yea?s,  even  if  the  land  is  sold.  « “as  planned  toj.ave  a 
cased  borehole  deep  enough  to  allow  operations  at  a dept 
fl65  ft]  but  a fracture  zone  and/or  solution  cavaties  were  encountered 
aio«  45  mfters  tl47  ft)  during  drilling  operations  that  resulted  in  a water 
?i:rof  o::r200  gallons  per  minute.  The  drilling  -ntinued  to  a depth  of 
52  meters  (171  ft)  and  the  water  flow  never  diminished.  It  was  decided^ 
lluTthl  hole  above  the  source  of  water  to  eliminate  any  problems  associated 
w th  Se  cemLiing  of  the  casing  and  in  the  instrument  operations.  The  ower 
oart  of  tS  hole  Ls  filled  with  gravel.  A cedar  plug  was  run  m the  hole  to 
a depth  of  39  meters  (127  ft)  where  a good  contact  in  an  impervious  roc  wa 
obtained.  The  welded  casing  was  run  in,  cemented  and  blown  dry,  leaving 
working  depth  of  38  meters  (125  ft)  within  the  borehole. 

The  Model  36000  Borehole  Seismometer  was  placed  into  operation  on 
1975  and  immediately  there  was  marked  improvement  in  the  LP  data  quality, 
expected  The  SP  data  quality  did  not  show  suen  a marked  improvement  as  the 
Sosei;mic  noise  noted  on  the  records  is  due  to  the  close  proximity  to  the 
ocean  and  not  to  any  local  phenomena. 
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The  Digital  Data  Acquisition,  Model  DDS-1103,  was  installed  on  10  December 
and  data  from  the  surface  instruments  were  recorded  digitally  until  tne 
installation  and  checkout  of  the  borehole  seismometer  was  complete.  A 
quality  control  examination  of  the  first  Houlton  digital  records  indicate 
a problem  existed  in  the  alternate  memory  portion  of  the  unit.  The  manu- 
facturer was  examining  the  problem  at  the  end  of  the  report  period. 

FiPure  4a  shows  the  surface  vault  in  the  foreground  with  the  recording  hut 
and  the  team  vehicle  in  the  background.  Mgure  4b  shows  the  recording 
shelter  with  the  borehole  drill  rig  in  the  background. 

2.2.4  Red  Lake,  Ontario,  Canada  (RK-ON) , Team  59 

The  log  bunker  at  Red  Lake  had  to  be  replaced  due  to  the  extensive  ro:ting  of 
the  wood  and  the  expected  collapse  of  the  earth  backfill.  A smaller,  con- 
crete block  bunker  was  constructed  and  backfilled  during  this  report  perio  . 
Routine  operations  were  maintained  as  much  as  possible  during  the  retrofit 
and  no  extensive  data  loss  was  experienced.  The  amount  of  maintenance  on 
the  bunker  instrumentation  necessary  to  maintain  operations  has  been  redu 
significantly  since  the  installation  of  the  new  bunker. 

The  operation  of  the  generators  for  on-site  power  has  been  reasonably 
reliable.  In  October  there  was  a generator  failure  that  could  not  be 
repaired  on  site,  but  that  was  the  only  significant  failure. 

The  strike  of  the  Canadian  Postal  Service  during  October,  Novcml  er , and 
December  1975  caused  severe  problems  in  maintaining  current  dat;.  shipments 
and  in  sending  needed  spare  parts  and  operational  supplies  to  tne  team. 

Figure  4c  shows  the  generator  shelter  in  the  foreground  with  the  recording 
shelter,  team  vehicle  and  instrument  bunker  in  the  background.  Figures 
and  5a  show  the  bunker  entry  and  figure  5b  shows  the  bunker  interior  with 
instrument  vault  open  prior  to  resuming  operations  after  bunker  retrofi  . 

2.2.5  Whitehorse.  Yukon.  Canada  [W112YK) , Team  bO 

The  routine  operations  during  this  report  period  have  been  without  'Unusual 
problems.  As  reported  previously,  WW  and  WWVii  radio  time  signals  are 
reliably  received  and  the  same  problem  exists  with  the  reception  of 
time  signal  broadcasts  on  other  frequencies.  The  most  satisfactory  method 
of  using  radio  time  signals  is  to  try  the  reception  at  various  times  during 
the  day,  even  to  returning  to  the  site  after  routine  operating  hours. 

The  strike  of  the  Canadian  Postal  Service  caused  the  same  problems  at  White- 
horse as  it  did  at  Red  Lake.  Data  shipments  out  of,  and  shipments  of  operat- 
ing supplies  and  spare  parts  into  Whitehorse  were  delayed.  The  Model  DDS- 
1103  Digital  Acquisition  System,  was  installed  during  December  1975  and  data 
recording  started  on  19  December.  Some  difficulty  was  encountered  during 
installation  due  to  the  unit  being  miswired  by  the  manufacturer.  This 
J^oblem  Required  telephone  contact  from  the  site  to  K nemetrics  to  solve  the 
problem.  A quality  control  check  of  the  first  diptal  tape  showed  a hig 
Lckground  caused  by  a radio  frequencey  signal  and  its  harmonics  from  a 
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nearby  radio  transmitter.  A filter  was  designed  to  eliminate,  or  at  least 
to  diminish  the  magnitude  of  thu  problem;  however,  this  had  not  been  accom- 
plished at  the  end  of  the  report  period. 

Figure  5c  shows  the  recording  shelter  at  WH2YK  and  figure  5d  shows  the  top 
of  the  equipment  bunker. 


2.3  DIGITAL  RECORDING  SYSTEMS  AT  FIELD  SITES 


2.3.1  Installation  of  Systems 

During  this  reporting  period,  considerable  effort  was  placed  on  completing 
work  on  digital  recording  systems  for  ’^e  five  SDCS  teams  (see  Section  3 
below).  When  work  was  completed,  the  systems  were  prepared  for  shipment  and 
installation  at  the  various  sites.  Table  1 shows  the  installation  dates  and 
system  status  at  the  end  of  the  reporting  period.  The  table  shows  that  only 
two  of  the  five  systems  could  be  considered  completely  operational  as  of 
31  December. 

Table  1.  Installation  data  for  digital  recording  systems 

Start 

Operational 

Site 

Instal lation 

Date 

Comment 

FN-WV 

16  Dec 

- 

Controller  returned  to  vendor  on 
2 Jan  76  for  repair  of  problems 
discovered  during  installation 

CPO 

4 Nov 

5 Nov 

Final  modification  to  produce 
acceptable  data  on  19  Dec  75 

HN-ME 

4 Dec 

12  Dec 

First  tape  showed  spike  problem 
but  subsequent  tapes  found  to  be 
acceptable 

RK-ON 

System  returned  to  vendor  on 
21  Nov  7.'^  to  solve  "extra  byte" 
problem  for  all  systems.  Scheduled 
to  be  returned  to  Dallas  in  mid- 
January 

WH2YK 

16  Dec 

19  Dec 

Nc  t problem  in  system  operation 

bu  li-  broadcast  transmitter  caus- 
ing on  data  channels 

The  system  at  WH2YK  could  be  considered  operational  but  the  rf  pickup  from 
the  nearby  broadcast  transmitter  was  a continuing  problem.  Analysis  of  the 
digital  data  and  on-site  tests  indicated  that  tlie  rf  energy  was  being 
picked  up  on  the  system  ground  and  was  therefore  bypassing  the  anti-alias 
filters  on  the  input  data  lines.  The  result  is  a sinusoidal  alias  signal  at 
a 30  to  40  count  level  (75  to  100  mV)  within  the  data  passband  on  all  chan- 
nels caused  by  "undersampling"  the  rf  signal.  If  the  station  operator  is 
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unable  to  reduce  this  pickup  to  acceptable  levels,  on-site  assistance  will  be 
provided  from  the  Garland  office. 

The  systems  for  FN-WV  and  RK-ON  will  be  installed  when  the  vendor  satisfac- 
torily resolves  the  operating  problem  in  the  systems.  It  is  estimated  that 
all  systems  will  be  fully  operational  by  the  end  of  February. 

. 3 . 2 System  Response  Changes  for  Digital  Recordings 

The  anti-alias  filters  included  in  the  Digital  Recording  Systems  are  neces- 
sary to  prevent  noise  on  digital  recordings.  Operation  of  these  filters  is 
discussed  in  paragraph  3.2.4  below.  The  filter  corners  are  at  a frequency 
higher  than  most  data  in  the  SP  and  LP  bands,  and  therefore,  little  correc- 
tion is  necessary  for  normal  seismogram  presentations.  For  detailed  studies, 
however,  seismograph  amplitude  and  phase  responses  shown  in  this  report  and 
in  TR  75-5  should  be  corrected  for  digital  recording  using  the  appropriate 
data  shown  in  the  Appendix  of  this  report. 
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3.  DIGITAL  RECORDING  SYSTEMS 


3.1  GENERAL 

An  order  for  five  digital  recording  systems  for  the  SDCS  teams  was  placed 
with  Kinemetrics,  Inc.,  in  late  May  1975.  During  the  reporting  period, 
the  work  necessary  to  incorporate  these  systems  into  the  SDCS  units  was 
completed.  This  included  (a)  design,  prototype  testing  and  documentation 
of  the  Interface  Unit,  P/N  42052;  (b)  assembly  of  the  Interface  Unit 
baskets,  modules,  and  cables;  (c)  receipt  and  acceptance  testing  of  the  digi- 
tal systems,  and  (e)  installation  work  at  four  of  the  five  SDCS  sites.  In 
addition,  a brief  on-site  training  program  and  new  station  operating  proced- 
ures were  developed. 

Figure  6 is  a block  diagram  and  figure  7 is  a photograph  of  the  completed 
system.  In  the.pliotographs,  tlie  Interface  Unit  and  Blower  Panel  were  built 
by  Geotech  and  remaining  units  make  up  the  Data  Acquisition  System,  Model 
DDS-1103  furnished  by  Kinemetrics,  Inc. 


3.2  INTERFACE  UNIT,  P/N  42052 

The  Interface  Unit,  P/N  42052,  is  shown  in  figure  8 and  provides  signal 
conditioning  for  all  inputs  to  the  DDS-1103  which  originate  in  the  Portable 
Seismograph  System,  Model  19282A.  In  the  following  paragraphs,  the  function 
of  the  various  modules  is  discussed. 

3.2.1  Time  Data  Interface,  P/N  41924 

The  time-of-day  data  recorded  in  the  header  of  each  digital  tape  record  (days, 
hours,  minutes,  and  seconds),  is  furnished  by  the  SDCS  timing  system.  The  -2.2 
to  OV  logic  level  of  the  SDCS  timer  is  not  compatible  with  the  0 to  +5V  llL 
logic  in  the  DDS-1103  system.  Logic  level  conversion  for  the  30  data  bits 
is  therefore  accomplished  in  two  15-channel  Time  Date  Interface  Modules, 

P/N  41924.  Tlie  level  conversion  circuitry  is  relatively  simple  and  the 
module  has  no  external  controls. 

3.2.2  Control,  P/N  41926 

The  Control  Module,  P/N  41926,  provides  level  conversion  for  the  20  pulse 
per  second  signal  from  the  station  timer  to  the  DDS-1103.  This  signal  sets 
the  sample  rate  for  the  SP  data;  the  1 sps  LP  sample  rate  is  derived  from  _ 
this  signal  by  circuitry  in  the  DDS-1103.  One  of  the  most  important  functions 
of  the  control  module  is  to  synchronize  the  start  of  every  12-second  long 
digital  record  with  real  time;  and  because  time  is  recorded  only  to  an 
accuracy  of  one  second  in  the  header,  it  was  necessary  to  provide  "on-the- 
second”  starting  to  prevent  timing  errors  of  up  to  950  msec.  Circuitry  in 
this  module  provides  for  automatic  resynchronization  in  the  event  that  the 
header  time  does  not  coincide  with  the  start  of  the  record. 
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DATA  ACQUISITION 
SYSTEM 
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TAPE  DECK 


BLOWER  PANEL 


Figure  7.  Digital  recording  system  for  Portable  Seismograph  System, 
Model  19282A 
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3,2.3  Data  System  Operational  Verifier,  P/N  41946 

The  Data  System  Operational  Verifier,  P/N  41946,  is  used  by  the  station 
operator  to  determine  whether  or  not  the  complete  system  is  operating  proper- 
ly. In  the  RUN  mode,  seismic  data  are  recorded  on  tape  routinely.  In  the 
TEST  mode,  easily  recognizable  analog  signals  at  two  selectable  levels  are 
recorded  on  tape.  These  signals  are  then  read  from  the  tape  (read-after- 
write)  and  are  reconverted  to  analog  signals  in  the  module.  Ry  observing  the 
reproduced  data  on  the  station  oscilloscope  the  operator  is  able  to  check 
operation  of  the  multiplexer,  sample-and-hold  amplifier,  A-to-D  converter, 
memories,  and  the  relative  quality  of  data  actually  recorded  on  tape. 

3. 2. 3.1  Test  Signal  Generation 

The  test  signal  used  is  a series  of  three  ramp  functions  generated  by  a 6-bit 
digital -to-analog  converter  (DAC) . The  DAC  is  reset  to  zero  at  the  start  of 
each  digital  record  and  ramp  functions  are  generated  by  the  scan  pulse  rate 
selected  in  the  digital  system.  In  this  manner,  ramps  always  start  at  the 
same  level  and  three  of  them  are  produced  for  each  1008  data  sample  record 
regardless  of  the  sampling  rate  selected.  Each  test  signal  consists  of  three 
64-step  ramp  functions  (192  counts)  followed  by  48  counts  with  the  DAC  held 
at  its  zero  level.  At  count  240,  the  DDS-1103  memory  is  filled  and  the  test 
signal  sequence  begins  again.  The  DAC  lias  two  selectable  output  levels.  In 
the  first  (HI  CAL)  mode,  ramps  rise  from  -5  to  +5  volts  to  check  system 
operation  for  the  six  most  significant  bits  of  the  12-bit  A-to-D  converter. 

In  the  second  (LO  CAL)  mode,  the  output  amplitude  of  the  DAC  is  reduced  to 
produce  ramps  rising  from  zero  to  about  +160  mV  to  verify  operation  of  the 
six  least  significant  bits.  These  analog  test  signals  are  applied  to  each  of 
the  eight  data  inputs  by  means  of  a CHANNEL  SELECT  switch  on  the  front  panel 
of  the  Verifier.  Undriven  channel  inputs  are  grounded  to  prevent  noise 
pickup . 


3.2. 3.2  Test  Signal  Detection 

The  output  of  the  read-after-write  electronics  in  the  tape  deck  is  input  to 
the  Verifier.  Circuitry  is  provided  to  decode  each  12-bit  sample  (which 
requires  two  tape  bytes)  into  two  parts  - the  six  liigh-bit  and  six  low-bit 
portions.  Each  part  is  then  input  to  a six-bit  DAC.  The  analog  outputs  of 
these  DAC ' s are  available  at  front  panel  jacks.  In  operation,  the  oscil..o- 
scope  is  connected  to  HI  CAL  or  LO  CAL  jacks  depending  on  the  level  of  the 
ramps  being  recorded.  The  DAC  outputs  remain  quiescient  until  tlie  memory  is 
filled  and  data  begins  to  be  recorded  on  tape.  During  the  approximate  125 
msec  interval  required  to  write  a 2048  byte  record,  each  DAC  "looks  at  its 
portion  of  each  of  the  1008  data  sample  (the  32  byte  header  is  ignored)  and 
generates  an  analog  representation  of  the  digital  word  decoded.  The  oscillo- 
scope representation  consists  of  the  three  ramps  made  up  of  a series  of  dots 
for  the  driven  channel,  and  a zero  base  line  which  represents  the  output 
level  of  the  remaining  seven  data  channels  whose  inputs  are  shorted  to  ground. 

The  entire  test  sequence  for  SP  channels  consists  of  240  data  points  and  is 
easily  recognizable.  For  LP  channels,  however,  each  record  contains  only  12 
data  points  and  some  experience  is  required  to  ascertain  proper  operation. 
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For  a more  thorough  check  of  these  channels,  the  DDS-1103  can  be  switched  to 
the  sequential  mode  in  which  all  channels  are  sampled  at  the  s^e  rate.  n 
this  mode,  126  scans  are  required  to  fill  the  memory  and  two  high-resoiution 
ramps  are  recorded  from  the  Verifier  for  each  record. 


3,2.4  Anti-Alias  Filter,  P/N  41843 

One  of  the  components  necessary  in  most  analog-to-digital  processes  is  a 
filter  to  sharply  reduce  the  amplitude  of  high  frequency  noise.  This  filter 
is  necessary  to  prevent  "aliases"  of  high  frequency  input  signals  outside  the 
data  passband  from  folding  back  into  the  normal  data  passband.  For  any  samp- 
ling rate,  "folding"  of  high  frequency  signals  begins  at  a frequency  which 
is  one-half  of  the  sampling  rate  (in  Hz)  and  is  called  the  Nyquist  frequency. 
Normal  practice  is  to  include  a low-pass  filter  for  each  input  data  line  with 
a cut-off  frequency  of  one-fourth  the  data  sampling  rate.  In  this  system, 
the  sampling  rates  are  20  and  1 sps  fc  ■ SP  and  LP  channels  respectively  and 
the  anti-alias  filter  corners  are  at  5 Hz  and  0.25  Hz,  respectively,  ihe 
filter  chosen  is  a six-pole  (36  dB/octave)  Butterworth  (maximally  flat)  type; 
phase  and  amplitude  responses  for  the  SP  and  LP  units  are  shown  in  figures  9 
and  10  respectively.  Theoretical  tabular  data  used  for  these  figures  are 
reproduced  in  the  Appendix  of  this  report. 


3.3  OPERATIONAL  PROBLEMS  IN  THE  DDS-1103  SYSTEMS 

When  the  first  two  Kinemetrics  systems  were  delivered  in  early  September, 
they  were  immediately  placed  into  operaticn  in  order  to  test  the  various 
breadboard  versions  of  the  interface  unit.  At  this  time,  it  was  discovered 
that  the  system  would  not  operate  properly  using  the  external  scan  pulses 
from  the  SDCS  timer.  This  was  the  first  of  several  pro  ^lems  found  in  the 
system  throughout  the  remainder  of  the  reporting  period.  In  general,  Kine- 
metrics personnel  were  cooperative  in  providing  solutions,  but  these  problems 
delayed  considerably  the  fielding  of  the  systems.  In  the  following  para- 
graphs, the  problems  are  discussed.  Table  2 summarizes  this  activity  during 
the  period  from  September  through  December. 

3.3.1  Loss  of  Timing  Synchronization 

As  mentioned  above,  the  first  DDS-1103  problem  was  discovered  when  the  SDCS 
timer  was  'nterfaced  with  it.  In  this  system,  scan  pulses  (commands  to 
sample  analog  data)  come  from  the  station  timer  in  order  to  assure  that  they 
are  synchronized  with  real  time.  It  was  discovered  that  the  system  would 
operate  properly  for  a time,  then  begin  to  lose  50  msec  (one  scanj  every  12- 
second  record.  A V’sit  by  a factory  representative  in  late  September  veri- 
fied that  the  problem  was  in  the  DDS-1103  rather  than  in  the  external  cir- 
cuitry. Subsequent  testing  at  the  factory  identified  the  problem  as  a con- 
flict between  a READ  function  (when  header  data  was  being  read  into  memory) 
and  a WRITE  function  (when  the  alternate  memory  data  were  being  recorded  on 
tape) . The  solution  required  minor  wiring  changes  which  were  incorporated 
into  the  two  units  on  hand  in  Garland  on  26  September.  This  modification  was 
completed  on  the  remaining  three  units  before  they  were  shipped  from 
Kinemetrics. 
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Figure  9.  Theoretical  amplitude  and  phase  responses  of  the 
anti-alias  filters  in  the  short-period  data 
channels  of  the  SDCS  digital  recorders 
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PERIOD  (seconds) 


Figure  10.  oretical  amplitude  and  phase  response  of  the 

u.ti-alias  filters  in  the  long-period  data 
channels  of  the  SUCS  digital  recorders 

G 8810 


-21- 


TR  76-3 


Table  2.  Sviinmary  of  Operational  Problems  for  DDS-11Q5  Systems 


Serial  Number 

115 

116 

120 

121 

122 

Site  Assignment 

WH2YK 

RK-ON 

CPO 

HN-ME 

FN-WV 

Rec'd  from  factory 

2 Sept 

4 Sept 

23  Oct 

23  Oct 

23  Oct 

Mod  1 - Correct 
50  msec  time  loss 
(wiring  change) 

26  Sept 
(Garland) 

26  Sept 
(Garland) 

Oct 

(Factory) 

Oct 

(Factory) 

Oct 

(Factory) 

Mod  2 - Engineer- 
ing change  to  clock 
circuitry  for  high 
speed  operation 

6 Nov 
(Garland) 

6 Nov 
(Garland) 

Oct 

(Factory) 

Oct 

(Factory) 

Oct 

(Factory) 

Mod  3 - Memory 
modification 
(change  pull-up 
resistors) 

6 Nov 
(Garland) 

6 Nov 
(Garland) 

Not  done 

11  Dec 
(Houlton) 

6 Nov 
(Garland) 

Complete  system 
returned  for 
factory  tests 
(extra  byte) 

29  Nov 

Mod  4 - Correct 
extra  tape  byte 
problem 

(wiring  change) 

18  Dec 
(V/hitehorse) 

December 

(Factory) 

19  Dec 
(CPO) 

11  Dec 
(Houlton) 

17  Dec 
(Franklin) 

Controller  drawer 

- 

- 

- 

- 

2 Jan  76 

X’eturned  to  factory 
for  memory  and  A-to- 
D crnverter  repair 


3.3.2  Further  System  Modifications 

While  the  final  designs  were  being  completed  and  parts  ordered  for  the  vari- 
ous components  of  the  Interface  Unit  in  Garland.  Kinemetrics  apparently  began 
a study  of  their  system  in  the  light  of  the  problem  discovered  dupng  exter- 
nal interfacing.  Testing  on  the  undelivered  units  pointed  out  other  design 
problems  and  modifications  were  developed.  Meanwhile,  plans  were  made  to 
shin  the  first  system,  S/N  115,  from  Garland  in  late  October.  On  16 
October,  Kinemetrics  requested  that  the  first  two  DDS-1103  systems  not  be 
fielded  in  order  to  allow  a factory  representative  to  modify  them  in  Garland. 
The  first  modification  included  installation  of  RCnetworks  in  the  clock 
circuits  associated  with  the  memories.  This  new  circuitry  corrected  timing 
problems  which  could  cause  data  loss  when  external  digital  data  from  the  SDCb 
timer  was  loaded  into  the  header.  The  modification  was  incorporated  into  the 
last  three  units  before  shipment  from  the  factory. 
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The  modified  units  were  received  on  23  October  and  one  of  them,  S/N  120,  was 
thoroughly  checked  prior  to  air  shipment  to  CPO  on  31  October.  Another,  S/N 
121,  was  checked  and  shipped  via  company  vehicle  to  HN-ME  on  4 November.  On 
6 November,  the  factory  representative  completed  the  modification  on  the  first 
two  units  in  Garland.  At  the  same  time,  another  modification  was  incorporated 
with  all  three  units  then  on  hand  at  Garland.  Pull-up  resistors  on  the  memory 
boards  were  changed  to  lower  resistance  units  which  assured  that  the  system 
would  operate  properly  at  its  maximum  through-put  rate.  Parts  were  supplied 
to  modify  the  two  units  at  CPO  and  HN-ME.  The  HN-ME  unit,  S/N  121,  was  modi- 
fied during  installation  and  the  CPO  system,  S/N  120,  will  be  modified  later. 

3.3.3  Elimination  of  Extra  Tape  Byte 

When  the  first  system  was  placed  into  operation  at  CPO  in  early  November, 
recorded  tapes  were  sent  to  the  SDAC  at  Alexandria  for  operational  and  QC 
checks.  Analysis  showed  that  the  537th  byte  was  being  repeated  at  infrequent, 
random  intervals.  The  problem  occuired  on  several  tapes.  One  of  these  tapes 
was  sent  to  Kinemetrics  where  analysis  confirmed  the  problem.  A complete 
system,  including  the  Interface  Unit  and  the  SDCS  timer,  was  shipped  to 
Kinemetrics  on  21  November  in  order  to  locate  and  eliminate  this  problem. 

After  considerable  effort,  the  problem  was  found  to  be  similar  to  the  first 
problem  in  that  there  was  a conflict  of  priority  during  simultaneous  READ 
and  WRITE  functions.  A modification  consisting  of  several  wiring  changes 
was  incorporated  into  the  unit  at  the  factory  and  several  day's  operation 
indicated  no  recurrence  of  the  problem.  Modification  information  was  tele- 
phoned to  system  installation  personnel  then  in  the  field  and  the  required 
modifications  were  performed  at  CPO,  FN-WV,  HN-ME,  and  WH2YK. 

3.3.4  Problems  Associated  with  Individual  Systems 

During  installation  and  first  operation  of  the  digital  systems,  several 
problems  developed  in  individual  systems  which  were  apparently  unrelated; 
i.e.,  not  general  design  problems. 

The  problem  with  rf  pickup  at  WH2YK  was  discussed  in  paragraph  2.4.1  above 
and  is  apparently  a shielding  ra.her  than  a hardware  design  problem. 

The  first  tape  from  ME  showed  occasional  256-count  (2^)  spikes  during 
alternate  memory  cycles,  but  was  not  evident  on  later  tapes.  This  may  have 
been  related  to  the  low  temperatures  in  the  building. 

The  FN-WV  system  failed  during  installation  tests.  Symptoms  indicated  two 
problems.  First,  the  A-to-D  converter  was  non-linear  and  could  not  be 
balanced  to  zero.  Secondly,  a problem  was  indicated  in  the  second  (or  B) 
memory  section  in  which  no  negative  values  could  be  recorded  on  channel 
number  four.  This  second  problem  was  definitely  related  to  temperature  as  a 
failure  could  be  consistently  introduced  if  the  temperature  of  the  electronics 
was  raised  above  about  85°F  (29°C) . The  vendor  was  notified  and  the  elec-  _ 
tronics  drawer  was  returned  for  check  and  repair  on  2 January  1976.  The  unit 
will  be  checked  using  components  of  the  complete  system  which  remains  at  the 
factory  at  the  close  of  this  reporting  period. 
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3.4  FORMAT  OF  RECORDED  DATA 

The  data  format  for  the  oDCS  digital  recorders  is  relatively  straightforward 
but  is  complicated  somewhat  due  to  the  different  sample  rates  between  SP  and 
LP  data.  First  the  output  code  of  the  A-to-D  converter  is  standard  offset 
binary  where 

nil  nil  nil  represents  full  scale  positive  (+4. 9976V), 


1000  0000  0000  represents  zero  volts. 


and  0000  0000  0000  represents  full  scale  negative  (-5.000V). 


Secondly,  the  arrangement  of  data  samples  is  as  follows:  Channels  1,  2,  3, 

and  4 sampled  at  50  msec  intervals  for  19  scans  or  76  SP  samples,  followed 
at  time  950  msec  after  the  second  by  samples  of  all  eight  channels.  Thus, 
there  are  84  samples  for  each  second  - 20  x 4 SP  and  1 x 4 LP  samples,  '^his 
arrangement  may  be  visualized  as 


Time 


0.00 


0.05 


0.10 


0.90 


0.95 


1.00 


1.05 


Channel  1,2, 3, 4 1,2, 3, 4 1,2, 3, 4 1,2, 3, 4, 5, 6, 7, 8 1,2, 3, 4 1,2, 3, 4 

The  tape  format  is  shown  in  figure  11.  Note  that  all  header  information 
is  contained  in  the  first  ten  tape  bytes.  Bytes  36  through  2048  contain 
1008  data  samples.  Bytes  11  through  32  are  zero  filled  so  as  to  produce 
a complete  record  of  2048  bytes  at  exactly  12-second  intervals.  This  zero 
filling  results  in  some  loss  of  recording  time  (about  1-6)  but  greatly  simpli- 
fies the  data  processing  which  would  have  been  required  if  these  bytes  had 
been  filled  with  data  samples  (split  data). 
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4.  DATA  PROCESSING 


The  data  processing  for  this  program  has  been  divided  into  three  parts; 
analog  tape  quality  control  performed  at  our  Garland  facility,  event  pro- 
cessing at  the  SDAC  and  the  digital  data  processing  which  is  also  performed 
at  the  SDAC. 

4.1  ANALOG  TAPE  QUALITY  CONTROL  AT  GARLAND 

The  Quality  Control  procedures  as  performed  in  Garland  are  very  important  to 
the  success  of  the  field  operations  as  they  provide  the  only  effective  con- 
trol of  on-site  operations.  The  lack  of  continuous  visual  recordings  of  all 
data  channels  in  the  field  limits  the  knowledge  that  the  SDCS  operator  can 
have  of  instrumentation  problems  that  are  developing.  The  playout  of  data 
from  the  analog  records  provides  a ready  reference  for  support  personnel  to 
evaluate  the  performance  of  the  instrumentation.  Analog  record  QC  will  con- 
tinue in  Garland  even  after  the  digital  recording  systems  are  fully  opera- 
tional for  the  purposes  of  adequate  program  control. 


4.2  EVENT  PROCESSING  AT  THE  SDAC 

The  processing  of  data  into  event  reports  as  requested  by  the  Project  Office 
ran  behind  the  originally  proposed  schedule  early  in  the  report  period.  In 
November  a reorganization  of  tlie  data  processing  and  event  report  preparation 
group  was  completed  and  the  efficiency  of  event  reporting  was  significantly 
improved. 

At  the  end  of  December  1975,  75  event  reports  had  been  requested  and  53  event 
reports  had  been  completed.  It  is  anticipated  tliat  this  task  will  be  back  on 
the  original  schedule  by  the  end  of  January  1976.  Preparation  of  event 
reports  from  the  field  recorded  digital  records  will  start  in  early  February 
when  the  last  of  the  digital  recorders  is  installed.  The  elimination  of  the 
analog-to-digital  conversion  of  the  data  should  be  a great  time  saver  in 
report  preparation. 


4.3  DIGITAL  DATA  PROCESSING  AT  THE  SDAC 

Preparations  are  continuing  at  the  SDAC  in  Alexandria  in  order  to  begin  using 
the  digital  field  data  as  soon  as  s/^stems  can  be  considered  operational. 

Work  has  consisted  primarily  of  programming  efforts  for  two  tasks  - quality 
control  of  field  tape,  and  processing  of  actual  data.  In  addition  to  these 
tasks,  some  programming  effort  was  done  during  the  initial  phases  of  digital 
system  operation  whicli  was  necessary  to  better  define  the  various  operating 
problems  which  arose.  Finally,  the  SDAC  group  also  has  the  responsibility  to 
provide  recycled  digital  tapes  for  field  operations. 

4.3.1  Quality  Control  of  Digital  Tapes 

A program  (DETECT)  was  written  to  do  a fully  'omputerized  quality  control 
analysis  of  the  digital  field  tapes  on  the  PDP-15  system.  Its  function  is  to 


-26- 


TR  76-3 


produce  a printed  error  detection  log  on  the  line  printer  for  each  data  tape. 
Examples  of  the  errors  it  will  detect  are:  dead  channels,  clipped  channels, 

RMS  bounds  analysis  of  equipment  noise  (presence  of  high  frequency),  spike 
detection,  and  timing  instabilities.  The  program  runs  at  only  eight  times 
real  time  and  therefore  a complete  check  of  every  24-hour  record  is  not  prac- 
tical. During  normal  QC  operations,  routine  checks  will  be  made  for  SP  and 
LP  calibrations,  plus  two  thirty-minute  data  segments  to  determine  both  day 
and  nighttime  operating  characteristics.  It  may  be  possible  to  make  this 
program  run  faster  in  order  to  more  fully  check  each  tape,  as  more  experience 
is  gained  during  routine  data  use. 

Wlien  the  CPO  "extra  byte"  problem  was  discovered,  a program  called  TESl  was 
written  to  read  tapes  and  determine  whether  each  record  contained  2048  tape 
bytes.  This  program  will  continue  to  be  used  as  necessary. 

4,3.9  Data  Processing  from  Field  Digital  Tapes 


Considerable  programming  effort  is  continuing  under  the  SDAC  contract  to 
prepare  for  the  change  from  analog-to-digital  recording  in  the  field.  Pro- 
cessing is  to  be  done  on  the  PDP-15  system.  A program  is  being  finalised  for 
viewing  of  the  SDCS  data  on  the  graphics  terminal.  The  program  will  also 
include  capabilities  to  scale  the  data  as  necessary  and  to  calibrate  it.  Ihis 
will  allow  generation  of  calibrated  SUBSET  tapes  which  can  then  be  used  with 
existing  programs  to  generate  the  required  event  reports.  It  is  expected 
that  this  and  other  programs  necessary  to  use  digital  data  will  be  completed 
by  the  time  that  all  field  systems  are  considered  completely  operational. 


5 . SPECIAL  PROJLCTS 


I' 


During  this  reporting  period,  two  P"'°S^ams  related  the^Projecf 

r Z\flZlTtr4lT.  to  30»L  on  LP  ana 

SSr^  SE-  Taf^t  Tfe-  [ jn^ 

StrInLS"ip''Ss^%Srfeco^^^  tolUe^S'haX^e'or  techniques  to  elim- 
inate or  minimize  the  effects  of  this  phenomena. 

Work  under  this  task  will  begain  as  soon  as  the  borehole  facility  in  Garland 
is  available.  It  is  expected  that  work  can  begin  by  early  March  197  . 
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THEORETICAL  AMPLITUDE  AND  PHASE  RESPONSE  DATA 
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TOTAL  SYSTEM  RESPONSES 


VELOCITY 

TRANSDUCER  - 

GALVO 

COMBINATION 

COUPLED 

CALCULATED 

DB 

LOW 

CUT 

FILTER 

AT 

.010 

HZ 

DB 

HIGH 

CUT 

FILTER 

AT 

10.000 

HZ 

WITH 

.7070 

DAMPING 

DB 

HIGH 

CUT 

FILTER 

AT 

2.050 

HZ 

WITH 

.3850 

DAMPING 

FREQ 

PER 

AMPT 

ANGT 

.1000 

10.0000 

.0012 

263.6 

.1500 

6.6667 

.0041 

255.5 

.2000 

5.0000 

.0098 

248.2 

.2500 

4.0000 

.0195 

241.0 

.3000 

3.3333 

.0343 

233.8 

.4000 

2.5000 

.0846 

218.7 

.5000 

2.0000 

.1708 

202.1 

.6000 

1.6667 

.2995 

184.0 

.8000 

1.2500 

.6511 

145.1 

1.0000 

1.0000 

1.0000 

109.8 

1.3000 

.6667 

1.6762 

46.9 

2.0000 

.5000 

2.2845 

-3.4 

2.5000 

.4000 

2.6359 

-54.2 

3.0000 

.3333 

2.3921 

-104.1 

4.0000 

.2500 

1.2172 

-177.2 

5.0000 

.2000 

.5860 

-219.8 

6.0000 

.1667 

.3118 

-248.7 

8.0000 

.1250 

.1100 

-289.3 

10.0000 

.1000 

.0546 

-318.5 

Amplitude  and  phase  response  data  for  SP  seismographs  at  CPO, 
14  March  through  31  December  1975 
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TOTAL  SYSTEM  RESPONSES 


NO  TRANSDUCER  - FILTER  RESPONSES  ONLY 
12  DB  HIGH  CUT  FILTER  AT  5.000  HZ  WITH  .7070  DAMPING 

12  DB  HIGH  CUT  FILTER  AT  5.000  HZ  WITH  .9640  DAMPING 

12  DB  HIGH  CUT  FILTER  AT  5.000  HZ  WITH  .2590  DAMPING 


FREQ 

PER 

AMPT 

ANGT 

.1000 

10.0000 

.9997 

-4.4 

.1500 

6.6667 

.9997 

-6.6 

.2000 

5.0000 

.9997 

-8.8 

.2500 

4.0000 

.9997 

-11.1 

.3000 

3.3333 

.9997 

-13.3 

.4000 

2.5000 

.9998 

-17.7 

.5000 

2.0000 

.9998 

-22.1 

.6000 

1.6687 

.9998 

-26.6 

. 3000 

1.2500 

.9999 

-35.5 

1.0000 

1.0000 

1.0000 

-44.5 

1.5000 

.6667 

1 . 0003 

-67.1 

2.0000 

.5000 

1 . 0006 

-90.4 

2.5000 

.4000 

1.0008 

-114.5 

3.0000 

.3333 

1.0001 

-159.9 

4.0000 

.2500 

. 9656 

-198.2 

5.0000 

.2000 

.7079 

-270.0 

6.0000 

. 1667 

.3180 

-330.6 

8.0000 

.1250 

.0596 

-393.4 

10.0000 

.1000 

.0156 

-425.5 

Theoretical  amplitude  and  phase  response  data  for  the  short-period 
anti-alias  filters  in  the  digital  recording  system  for  SDCS 
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TOTAL  SYSTEM  RESPONSES 


NO  TRANSDUCER  - FILTER 
12  DB  HIGH  CUT  FILTER 
12  DB  HIGH  CUT  FILTER 
12  DB  HIGH  CUT  FILTER 


RESPONSES  ONLY 
AT  .250  HZ  WITH 

AT  .250  HZ  WITH 

AT  .250  HZ  WITH 


.7070  DAMPING 
,9640  DAMPING 
.2590  DAMPING 


FREQ 

PER 

.0100 

IOC. 0000 

.0125 

80.0000 

.0167 

59.9880 

.0200 

50.0000 

.0250 

40.0000 

.0333 

30.0030 

.0400 

25.0000 

.0500 

20.0000 

.0571 

17.5009 

.0667 

14.9993 

.0800 

12.5000 

. 1000 

10.0000 

.1250 

8.0000 

.1667 

5.9999 

.2000 

5.0000 

.2500 

4.0000 

.4000 

2.5000 

,5000 

2.0000 

.5714 

1.7500 

.6667 

1.5000 

.8000 

1.2500 

AMPT 

ANGT 

.9998 

-8.8 

.9998 

-11.1 

.9998 

14.8 

.9999 

-17.7 

.9999 

-22.1 

.9999 

-29.6 

1.0000 

-35.5 

1.0001 

-44.5 

1.0002 

-50.9 

1.0003 

-59.5 

1.0005 

-71.7 

1.0007 

-90.4 

1.0009 

-114.5 

.9976 

-158.0 

.9687 

-198.2 

.7080 

-357.6 

.0596 

-393.4 

.0156 

-425.5 

.0070 

-440.7 

.0028 

-455.5 

.0009 

-470.0 

Theoretical  amplitude  and  phase  response  data  for  the  long-period 
anti-alias  filters  in  the  digital  recording  system  for  SDCS 
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